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和 Western-blot 作为确认试验。其中，FTA-ABS 需要荧光显微镜，而且其结果判
断需要训练有素和较丰富经验的专业人员才能完成。 
本文应用梅毒特异性重组蛋白 TPN17 和 TPN47 建立梅毒螺旋体 IgG/M 胶体
金免疫层析技术（Colloidal Gold-immunochromatography Assay，GICA)，设定
FTA-ABS 作为梅毒螺旋体（TP）-IgG/M 检测的金标准。采用所建立的 GICA 方
法分别对厦门市临床检验中心收集的 14967 份血清（IgG）和 1208 份血清（IgM）




的 FTA-abs IgG/M 试验，在医院、血站及其他临床检测领域应用推广。 


















  Syphilis is a kind of sexually transmitted disease caused by Treponema 
pallidum. The technologies for diagnosing syphilis whose specificity were higher, 
include TPPA, ELISA, FTA-ABS,Western-blot and so on. In general,TPPA and 
ELISA were used as clinical screening and FTA-ABS and Western-blot were the 
confirmatory tests for syphilis. The FTA-ABS test is based on immunofluorescent 
methods and the determination of results could only be mastered and operated by 
professionally trained people. 
This paper aims to develop new colloidal gold immunochromatography 
technology (GICA) to replace the fluorescent treponema antibody absorption test 
(FTA-Abs). Syphilis-specific immunoglobulin G/M(IgG/M) antibody was detected 
with GICA established on syphilis-specific recombinant proteins, TPN17 and TPN47, 
with FTA-Abs Treponema pallidum (TP)-IgG/M set as the gold standard. A GICA test 
was performed to detect the serum of 14967(IgG)or 1208(IgM)subjects who took a 
serologic test for syphilis at the Xiamen Center of Clinical Laboratory, Fujian, China. 
The T. pallidum GICA TP-IgG/M test and FTA-Abs IgG/M test revealed a significant 
agreement in the overall results. The results show that the GICA TP-IgG/M test is 
specific and sensitive for routine laboratory use, and its characteristics correspond to 
that of FTA-Abs IgG/M . As rapid treponemal tests emerge because of their enhanced 
sensitivity, userfriendly qualities, convenience (i.e., no extra equipment),stability at 
room temperature, and reasonable price, the traditional procedure for laboratory 
diagnosis of syphilis in developing countries may change. Therefore, the GICA 
TPIgG/M method can be used as a serologic marker for the relapse and infection of 
syphilis in place of the conventional FTA-Abs IgG/M test. It will be a promising 
method for the detection of TP antibody in clinical diagnosis and for the sereening of 
blood donors in the near future.  
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约为 1200 万例，主要分布在发展中国家[4]。发达国家的梅毒发病率在 20 世纪 90
年代呈现下降的趋势，但之后又发生了新的流行。美国自 2001 年后，报告发病
率开始上升，2005 年报告病例数为 8724 例，较 2004 年上升 9.3%；英国 2005 年



























2006 年每年平均上升 18.3%；1998 年较 1992 年梅毒发病例数增长 20 倍，年均
增长 52.7%[11]；2001 年～2006 年的梅毒平均发病率是 1991 年～2000 年的 3.4








个省市报告梅毒 1892 例，发病率 0.16 /10 万[14]。2007 年全国梅毒报病 225601
例，发病率 17.16/10 万[12]。到 2008 年全国梅毒报病 278215 例，发病率 21.60/10
万[12]。而 2009 年报病 327433 例，发病率 24.66/10 万，其中一期和二期梅毒报告
发病较 2008 年上升了 12.44%和 11.01%，部分高危人群梅毒感染率甚至高达




势，1991 年全国胎传梅毒报告 2 例，报告发病率 0. 01/10 万活产数， 2007 年全
国胎传梅毒报告 8408 例，报告发病率 50.3/10 万活产数。1991 年至 2007 年全国
胎传梅毒发病率增长 92 倍，年增长 57.32%[12]。2008 年全国胎传梅毒报告 9480
例，发病率 56.76/10 万活产数，比 2007 年增加 31.5%; 2009 年全国胎传梅毒报
告 10757 例，同比 2008 年增加 13.47%; 2010 年全国胎传梅毒报告 11346 例，仅
广西、广东、浙江、四川、湖南 5 省共计胎传梅毒 6228 例，占 31 个省市的 54.89%，
其中广西报告病例数 多，为 1884 例，胎传梅毒发病率为 277.25/10 万活产数;
依次是上海，发病率为 231.41/10 万活产数;浙江发病率为 204.40/10 万活产数;重























图 1 梅毒螺旋体的电镜扫描电镜图 
Fig.1 Scanning electron micrograph  image of T pallidum 
(引自：Fitzgerald TJ, Cleveland P, Johnson RC, Miller JN, Sykes JA.Scanning electron microscopy of 
Treponema pallidum (Nichols strain) attached to cultured mammalian cells[J]．J Bacteriol,1977 
Jun,130(3):1333-44.) 




















代谢能力，Norris and Edmondson 尝试用这种方式进行体外梅毒螺旋体的培养，
但 终没能得到确切的生物体[21]。无法在除哺乳动物宿主以外生存和增殖是梅毒
螺旋体研究的 大的障碍。梅毒螺旋体的生长缓慢，接种培养显示，梅毒螺旋体
在体内每 30 到 33 个小时增殖一倍；从组织培养时的复制周期时间推断体外增殖
一倍的时间要 30 到 50 个小时[22]。一些生物因素可能导致梅毒螺旋体复制率的低
下，由于缺乏三羧酸循环和电子传递链，梅毒螺旋体合成 ATP 的唯一途径就是
依靠糖酵解。事实上，有机体理论上进行有氧呼吸产生能力，比如大肠杆菌产生


















































存在时二期梅毒的体征和症状就经常出现，尤其是在感染了 HIV 的患者身上[29]。 
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